Abstract: Pb(In 1/2 Nb 1/2 )O 3 -Pb(Mg 1/3 Nb 2/3 )O 3 -PbTiO 3 (PIN-PMN-PT) piezoelectric single-crystal rectangular beams with the PIN:PMN:PT ratio of 0.33:0.35:0.32 are prepared, and their mode-coupling effect is investigated both theoretically and experimentally for ultrasonic array transducer applications. The PIN-PMN-PT rectangular beams become a tall-narrow beam and a short-wide plate, and so exhibiting an uncoupled height-extensional (beam) mode and an uncoupled thickness-extensional (plate) mode, at a width-to-height ratio G (= L/H) of <0.7 and >6.0, respectively. With G varying in the range of 1.6 to 3.1, the beam mode not only couples strongly with the width (lateral) mode, but also coexists obviously with the plate mode, giving high electromechanical coupling coefficients k' 33 and k t of~0.75 and~0.50, respectively. With the guide of the mode-coupling results, a multifrequency ultrasonic array transducer having three distinct operational frequencies of 1.52, 2.60, and 6.01 MHz, corresponding to the coupled/coexistent beam mode, lateral mode, and plate mode, respectively, is developed using a mode-coupled rectangular beam of G = 1.6. Two different single-frequency ultrasonic array transducers, fabricated using two different uncoupled rectangular beams, one operating in uncoupled beam mode with G = 0.6 at 2.24 MHz and one working in uncoupled plate mode with G = 10.0 at 5.75 MHz, are also developed for comparison.
Introduction
Longitudinal wave ultrasonic transducers are widely used in medical ultrasonic imaging, nondestructive evaluation, underwater sonar, and so on. Piezoelectric materials are generally chosen as the transduction elements to generate and receive longitudinal waves at the ultrasonic frequencies of interest. This, in turn, requires the piezoelectric transduction elements to work in a longitudinal resonance mode. Accordingly, the length-extensional mode in a piezoelectric bar (i.e., the bar mode), the thickness-extensional mode in a piezoelectric plate/disk (i.e., the plate/disk mode), and the height-extensional mode in a piezoelectric beam (i.e., the beam mode) are the three main types of longitudinal resonance modes commonly used in piezoelectric ceramic-polymer 1-3 composite ultrasonic transducers, single-element ultrasonic transducers, and ultrasonic array transducers, respectively [1] [2] [3] .
Ultrasonic array transducers based on piezoelectric rectangular beams have been playing an important role in modern medical ultrasonic imaging systems. In particular, the uncoupled beam mode in the piezoelectric rectangular beams has been utilized to facilitate high sensitivity and wide bandwidth in single-frequency ultrasonic array transducers [4, 5] . Recently, multifrequency ultrasonic array transducers have attracted a special attention to incorporate a low transmitting frequency with a high receiving frequency for simultaneously satisfying deep penetration and high resolution in a single transducer [3] . As the width-to-height ratio G (= L/H) of the piezoelectric rectangular beams has the determinative effect on their ultimate shape and hence the resulting uncoupled/coupled modes and frequencies, it is physically interesting and technologically important to study the mode-coupling effect in the piezoelectric rectangular beams as well as its application to the design and control of preferred operational modes and frequencies in the ultrasonic array transducers.
Pb(Zr 1−x Ti x ) (PZT) piezoelectric ceramics are the traditional candidates for ultrasonic transducers. Relaxor ferroelectric solid-solution single crystals near the morphotropic phase boundary (MPB) have been researched widely over the past decade because of their superior piezoelectric properties in comparison with those of the PZT ceramics. Among them, binary relaxor-based Pb(Mg 1/3 Nb 2/3 )O 3 -PbTiO 3 (PMN-PT) single crystals are regarded as one of the most representative types and have received much interest in ultrasonic transducer applications over the past two decades [6] [7] [8] . More recently, ternary relaxor-based Pb(In 1/2 Nb 1/2 )O 3 -Pb(Mg 1/3 Nb 2/3 )O 3 -PbTiO 3 (PIN-PMN-PT) single crystals, especially for those with the PIN:PMN:PT ratio of 0.33:0.35:0.32, have been synthesized and evaluated to show similarly strong piezoelectric properties as well as significantly higher MPB temperature, Curie temperature, and coercive field when compared with the PMN-PT single crystals [9] [10] [11] [12] [13] .
In order to extend the potential application of the PIN-PMN-PT single crystals to ultrasonic array transducers, in this paper we prepare PIN-PMN-PT single-crystal rectangular beams with 0.33:0.35:0.32 PIN:PMN:PT ratio and investigate theoretically and experimentally their mode-coupling effect by changing their L and hence G value. Based on the results of mode coupling, a multifrequency ultrasonic array transducer is developed using a mode-coupled rectangular beam of G = 1.6 to excite three coupled/coexistent operational modes, namely beam mode, lateral mode, and plate mode, at three different operational frequencies of 1.52, 2.60, and 6.01 MHz, respectively. The performance of the multifrequency ultrasonic array transducer is evaluated and compared with those of two different single-frequency ultrasonic array transducers having two different uncoupled rectangular beams to respectively enable an uncoupled beam mode with G = 0.6 at 2.24 MHz and an uncoupled plate mode with G = 10.0 at 5.75 MHz. Figure 1 illustrates the crystallographic orientation and poling direction of an as-prepared PIN-PMN-PT rectangular plate with 0.33:0.35:0.32 PIN:PMN:PT ratio, together with its rectangular beams having the same length N (=13.0 mm) and height H (=0.35 mm) but with different widths L (=0.14-4.90 mm) and hence different width-to-height ratios G (=L/H = 0.4-14.0). Each rectangular beam has its L, N, and H aligned along the x-, y-, and z-axes, respectively, as well as its poling direction oriented in the [001] direction along the z-axis. Details of the preparation of the [001]-poled PIN-PMN-PT rectangular plate and its [001]-poled rectangular beams are provided in Section 3.1. These rectangular beams are very long (i.e., N >> L and H) so that the operational modes in the megahertz frequency range are mainly determined by the dimensions (i.e., L and H) of the rectangular cross-section and can be classified into three main types as follows.
Results and Discussion

Mode Coupling Effect in PIN-PMN-PT Rectangular Beams
(1) The height-extensional (beam) mode. When L << H such that G is small, the PIN-PMN-PT rectangular beams become tall-narrow beams and operate in beam mode. The beam mode frequency f H1 is essentially determined by the height H of the PIN-PMN-PT rectangular beams. Figure 2e ), fL starts to couple with fH1. By elevating G to 1.0-5.6 (Figure 2f-j) , fL further decreases and couples with fH1, while the plate mode fH2 emerges and becomes the dominant mode at ~6.0 MHz. This highly coupled G range of 0.7-6.0 is unsuitable for single-frequency ultrasonic array transducer applications, but is capable of realizing multifrequency ultrasonic array transducers. It is interesting to note that the third harmonic of fH1 is detected and labeled as 3fH1. The even harmonics are not expected to be observed because the applied electric field has opposite polarities on the two electrode faces of the rectangular beams. By increasing G to >6.0 (e.g., G = 10.0 in Figure 2k and G = 14.0 in Figure 2l ), fH1 becomes weakened and eventually negligible, while fL down-shifts to a frequency far below fH2. This G range of >6.0 (Figure 2k,l) gives a strong and clear fH2 at ~5.3 MHz and is desirable for fabricating single-frequency ultrasonic array transducers working in uncoupled plate mode. Figure 2 shows the measured electrical impedance and phase angle spectra of the PIN-PMN-PT rectangular beams with different L of 0.14-4.90 mm and different G of 0.4-14.0. When G is small (e.g., G = 0.4-0.7 in Figure 2a -d) such that the rectangular beams behave tall-narrow beams, the strongest resonance that appears quite steadily at the low frequency of~2.5 MHz is the beam mode f H1 , while the much weaker resonance that occurs initially at~8 MHz (Figure 2a The observed fH1, fL, and fH2 in Figure 2 for all rectangular beams with different G are summarized and plotted in Figure 3 , together with the mode-coupling predictions (i.e., fa, fb, f+, and f−) deduced using Equations (2), (3), and (6). The observed f H1 , f L , and f H2 in Figure 2 for all rectangular beams with different G are summarized and plotted in Figure 3 , together with the mode-coupling predictions (i.e., f a , f b , f + , and f − ) deduced using Equations (2), (3), and (6) . Figure 3a ,b plot the short-circuit (E) condition and the open-circuit (D) condition for each mode based on the series resonance frequency f s and the parallel resonance frequency f p , respectively. It is seen that the measured results agree with the mode-coupling predications, especially when G is <0.7 and >5.0. The dispersion between the measured results and the mode-coupling predications may be due to inaccurate material parameters and measurement errors. Nonetheless, the mode-coupling predictions are useful and can form an application guide for the design and control of preferred operational modes and frequencies in ultrasonic array transducers. Importantly, when G is small (i.e., G < 0.7), f L locates at the high-frequency side and is far away from f H1 . This uncoupled f H1 with a high electromechanical coupling coefficient k' 33 of~0.75 can lead to beam-mode single-frequency ultrasonic array transducers at relatively low frequencies. When G is large (i.e., G > 6.0), f L occurs at the low-frequency side and again is far away from f H2 . This uncoupled f H2 with a high electromechanical coupling coefficient k t of~0.50 can result in plate-mode single-frequency ultrasonic array transducers with increased operational frequencies. When G is in the range of 1.6-3.1, f H1 not only couples with f L , but also coexists with f H2 . These coupled/coexistent beam mode, lateral mode, and plate mode can be utilized to develop multifrequency ultrasonic array transducers.
Crystals 2017, 7, 101 6 of 13 measured results and the mode-coupling predications may be due to inaccurate material parameters and measurement errors. Nonetheless, the mode-coupling predictions are useful and can form an application guide for the design and control of preferred operational modes and frequencies in ultrasonic array transducers. Importantly, when G is small (i.e., G < 0.7), fL locates at the high-frequency side and is far away from fH1. This uncoupled fH1 with a high electromechanical coupling coefficient of ~0.75 can lead to beam-mode single-frequency ultrasonic array transducers at relatively low frequencies. When G is large (i.e., G > 6.0), fL occurs at the low-frequency side and again is far away from fH2. This uncoupled fH2 with a high electromechanical coupling coefficient of ~0.50 can result in plate-mode single-frequency ultrasonic array transducers with increased operational frequencies. When G is in the range of 1.6-3.1, fH1 not only couples with fL, but also coexists with fH2. These coupled/coexistent beam mode, lateral mode, and plate mode can be utilized to develop multifrequency ultrasonic array transducers. Figure 4a shows the G dependence of the measured series resonance frequency f s and parallel resonance frequency f p for the beam mode (i.e., f H1 ) and the plate mode (i.e., f H2 ) in Figure 2 . It is obvious that f s and f p of the beam mode drop slightly from 2.75 to 2.54 MHz and from 4.64 to 4.08 MHz, respectively, when G is increased from 0.4 to 0.7. After that, they drop rapidly and tend to merge with each other at~1 MHz. For the plate mode, f s and f p separate gradually with increasing G from 1.0 to 5.6. They then remain relatively stable. Figure 4b gives the G dependence of the measured electromechanical coupling coefficient for the beam mode (k' 33 ) and the plate mode (k t Figure 5a ,b show the electrical impedance and phase angle spectra of a highly coupled PIN-PMN-PT rectangular beam with G = 1.6 and its resulting multifrequency ultrasonic array transducer, while Figure 5c illustrates the pulse-echo response spectrum of the multifrequency ultrasonic array transducer. From Figure 5a Figure 5c , the three associated pulse-echo response peaks are found reasonably well at ~1.56, ~2.54, and ~5.97 MHz, respectively. According to Equations (9) and (10), the center frequency fC and −6 dB bandwidth BW−6dB of these three modes are determined to be 1. Distributions of (a) series and parallel resonance frequencies f s and f p and (b) electromechanical coupling coefficients k 33 and k t with different G. Figure 5a ,b show the electrical impedance and phase angle spectra of a highly coupled PIN-PMN-PT rectangular beam with G = 1.6 and its resulting multifrequency ultrasonic array transducer, while Figure 5c illustrates the pulse-echo response spectrum of the multifrequency ultrasonic array transducer. From Figure 5a uncoupled plate mode with G = 10.0, respectively. For the beam-mode ultrasonic array transducer in Figure 6 , there is only one dominant pulse-echo response peak at ~2.3 MHz, with no strong peaks at high frequencies. For the plate-mode ultrasonic array transducer in Figure 7 , similarly, there is only one dominant pulse-echo response peak at ~5.83 MHz, with no strong peaks at low frequencies. fC and BW−6dB of the beam-mode and plate-mode ultrasonic array transducers are found to be 2.24 MHz and 38.7% as well as 5.75 MHz and 15.8%, respectively. Table 2 summarizes the design features and performance data of the multifrequency ultrasonic array transducer and the two single-frequency ultrasonic array transducers. Therefore, the mode-coupling effect in the PIN-PMN-PT rectangular beams play a crucial role in designing ultrasonic array transducers with controlled operational modes and frequencies. Figures 6 and 7 show the two single-frequency ultrasonic array transducers fabricated using two different uncoupled rectangular beams operating in uncoupled beam mode with G = 0.6 and uncoupled plate mode with G = 10.0, respectively. For the beam-mode ultrasonic array transducer in Figure 6 , there is only one dominant pulse-echo response peak at~2.3 MHz, with no strong peaks at high frequencies. For the plate-mode ultrasonic array transducer in Figure 7 , similarly, there is only one dominant pulse-echo response peak at~5.83 MHz, with no strong peaks at low frequencies. f C and BW −6dB of the beam-mode and plate-mode ultrasonic array transducers are found to be 2.24 MHz and 38.7% as well as 5.75 MHz and 15.8%, respectively. Table 2 summarizes the design features and performance data of the multifrequency ultrasonic array transducer and the two single-frequency ultrasonic array transducers. Therefore, the mode-coupling effect in the PIN-PMN-PT rectangular beams play a crucial role in designing ultrasonic array transducers with controlled operational modes and frequencies. 
Performance of PIN-PMN-PT Multifrequency and Single-Frequency Ultrasonic Array Transducers
Experiments for Materials and Transducers
Preparation of PIN-PMN-PT Rectangular Plates and Their Rectangular Beams
A high-quality relaxor-based ternary PIN-PMN-PT single crystal with the composition of 0.33PIN-0.35PMN-0.32PT was grown along the [111] crystallographic direction by a modified Bridgman technique [19, 20] . High-purity oxide powders, including PbO, In2O3, MgO, Nb2O5, and TiO2, were used as the starting materials. After mixing the materials in accordance with the PIN:PMN:PT ratio of 0.33:0.35:0.32, the mixture was pre-synthesized with a two-step precursor route before being transferred into a sealed platinum crucible to prevent lead evaporation. An [111]-grown PIN-PMN-PT single crystal was employed as the seed crystal. The temperature profile used for the crystal preparation involved a rapid heating to 1400 °C and a soaking for 5 h. The seed crystal was dropped slowly at a rate of 0.1-0.8 mm/h through the heat zone into the platinum crucible. After the growth process, the furnace temperature was cooled at a rate of ~25 °C/h to room temperature.
The grown PIN-PMN-PT single crystal was oriented along the [001] direction using a X-ray diffractometer and then diced to (001) 
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Evaluation of PIN-PMN-PT Rectangular Beams
An impedance analyzer (Agilent 4294A) was used to measure the electrical impedance and phase angle spectra of the PIN-PMN-PT rectangular beams. According to the IEEE Standards on Piezoelectricity [21] , the electromechanical coupling coefficients k 33 of the beam mode and k t of the plate mode, both in the PIN-PMN-PT rectangular beams, were determined, respectively, using the following relations:
where f s and f p are the series resonance frequency and parallel resonance frequency, respectively. In fact, the dimensions (i.e., L and H) of the rectangular cross-section and hence the value of G of the PIN-PMN-PT rectangular beams have the significant effects on their mode coupling and resonance characteristics, which have been discussed in Section 2.1. The electromechanical coupling coefficients of PZT piezoelectric resonators have been reported to depend heavily on the aspect ratio [22] .
Fabrication of PIN-PMN-PT Multifrequency and Single-Frequency Ultrasonic Array Transducers
A multifrequency ultrasonic array transducer was fabricated based on the mode-coupling results obtained in Section 2.1. A PIN-PMN-PT rectangular plate with dimensions of 10 mm (length) × 13 mm (width) × 0.35 mm (thickness) was employed as the transduction element. An Araldite GY251/HY956 (100:18) epoxy layer cured on the bottom surface of the PIN-PMN-PT rectangular plate was used as the light backing layer without any front matching layer. The acoustic stack of the PIN-PMN-PT rectangular plate and the epoxy backing layer was diced along the width direction and into the backing layer at a depth of~100 µm, thereby forming the PIN-PMN-PT rectangular beams. The diced width and center-to-center separation between two adjacent rectangular beams were measured to be 0.20 and 0.76 mm, respectively, so that the dimensions of the resulting PIN-PMN-PT rectangular beams were 13 mm (length N) × 0.56 mm (width L) × 0.35 mm (height H). This resulted in G = 1.6 in the strong mode-coupling region with a high k 33 of~0.75 and a high k t of~0.50. The core and ground wires of the coaxial cable were bonded on the top and bottom electrodes of the rectangular beams using an electrically conductive adhesive (E-solder 3022, Von Roll Isola USA Inc., Schenectady, NY, USA). Besides the multifrequency ultrasonic array transducer, two different single-frequency ultrasonic array transducers with their rectangular beams operating in uncoupled beam mode (G = 0.6) and uncoupled plate mode (G = 10.0) were fabricated using the same architecture and similar procedures for comparison.
Evaluation of PIN-PMN-PT Multifrequency and Single-Frequency Ultrasonic Array Transducers
The electrical impedance and phase angle spectra of the fabricated multifrequency and single-frequency ultrasonic array transducers were measured using a precision impedance analyzer (Agilent 4294A). Their transmission and reception performance was evaluated using a conventional pulse-echo response method [23] . The ultrasonic array transducer being evaluated was mounted on a holder and immersed in a water tank with a stainless steel target placed at its near field-far field transition, A/(πλ), where A is the area of rectangular beams and λ is the acoustic wavelength in water at the center frequency of the ultrasonic array transducer. An ultrasonic pulser-receiver (Olympus Panametrics 5900PR) was employed to excite 1 µJ electrical impulses with 1 kHz repetition frequency to the ultrasonic array transducer. The time response of the echo was captured and displayed on a digitizing oscilloscope (Agilent Infinium 54810A). The frequency spectrum of the echo was obtained using the built-in FFT function of the digitizing oscilloscope. The center frequency f C and −6 dB bandwidth BW −6dB of the ultrasonic array transducer were determined from the measured pulse-echo response spectrum:
where f 1 and f 2 are the lower and upper −6 dB frequencies, respectively.
Conclusions
We have prepared PIN-PMN-PT single-crystal rectangular beams with 0.33:0.35:0.32 PIN:PMN:PT ratio and investigated both theoretically and experimentally their mode-coupling effect by changing their L and hence G value in order to extend the potential application of the PIN-PMN-PT single crystals to ultrasonic array transducers. We have found that the PIN-PMN-PT rectangular beams become tall-narrow beams and operate in uncoupled beam mode at G < 0.7; behave like short-wide plates and work in uncoupled plate mode at G > 6.0; and take an intermediate shape and function in strongly coupled/coexistent beam mode, lateral mode, and plate mode with high k' 33 and k t of~0.75 and~0.50, respectively, in the G range of 1.6-3.1. With the guide of the mode-coupling results, we have developed a multifrequency ultrasonic array transducer based on a mode-coupled rectangular beam of G = 1.6 to impart three different operational modes of beam mode, lateral mode, and plate mode at three different operational frequencies of 1.52, 2.60, and 6.01 MHz, respectively. For comparison, we have also developed two different single-frequency ultrasonic array transducers using two different uncoupled rectangular beams of G = 0.6 and G = 10.0 to enable an uncoupled beam mode at 2.24 MHz and an uncoupled plate mode at 5.75 MHz, respectively. Our proposed multifrequency ultrasonic array transducer feature at least one low transmitting frequency (i.e., 1.52 or 2.60 MHz) and one high receiving frequency (i.e., 2.60 or 6.01 MHz) and may satisfy the requirements of deep penetration and high resolution in advanced medical ultrasonic imaging. Future work in this direction is in progress.
